
A superconductor-insulator-normalmetal bolometer with microwave readout suitable for
large-format arrays

D. R. Schmidt�, A. M. Clark�, W. D. Duncan�, K. D. Irwin�, N. Miller�, J. N. Ullom�, and K. W. Lehnert�
�JILA, National Institute of Standards and Technology and Department of Physics, University of Colorado, Boulder, Colorado 80309

�National Institute of Standards and Technology, Boulder, Colorado 80305
(Dated: November 1, 2004)

We demonstrate high bandwidth and low-noise readout of a superconductor-insulator-normal metal-
insulator-superconductor hot-electron bolometer element. We measure a noise equivalent temperature of
better than 0.6 �K/Hz��� and infer an electrical noise equivalent power of 7 � 10��� W/Hz��� for a
normal-metal volume of 4.5 �m� at an operating temperature of 270 mK. Using a pulsed bias technique we
measure a thermal time constant of 1.2 �s at 270 mK. The microwave readout method we employ is compatible
with large-format arrays of 10�-10� pixels required by future far-infrared space and ground-basedobservatories.
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The desire for sensitive bolometers has forced the fabri-
cation of detectors with ever weaker links to thermal reser-
voirs. To this end, operating temperatures have been low-
ered well below 1 K, and microfabrication techniques have
been employed to mechanically suspend detectors.1,2 At the
lowest temperatures, electrons in a metal naturally decou-
ple from their local phonon environment3–6 with a resulting
weak electron-phonon thermal conductance that provides far
greater thermal isolation than can be achieved with a nano-
suspension.7–9 Detectors that exploit this decoupling can meet
the pressing need for ultra-low noise equivalent power (NEP)
bolometers and energy-resolving photon-counting calorime-
ters.
Major astronomical applications of bolometers require

large-format (10�-10� pixels) arrays of detectors with NEPs
lower than 5 � 10��� W/Hz��� for deep-space mapping in
the far-infrared (1 mm - 10 �m) wavelength band. Further-
more, it is desirable for some applications to be able to count
photons in this waveband. Since detector thermal time con-
stants can be � 1 �s, instantaneous measurement bandwidths
of 10 MHz are required. These criteria set stringent require-
ments on both the individual detector elements and the meth-
ods used to read-out the array. In the Letter, we demonstrate
a microwave based electron thermometry that could read out
large scale arrays of ultra-lowNEP bolometers.
Simple analysis reveals the potential of bolometers based

on electron-phonon decoupling. Direct detector performance
is limited ultimately by thermal fluctuations across the rele-
vant thermal conductivity, �. The thermal-fluctuation noise
limit for the noise equivalent power of a bolometric detector
at a temperature, � , is given by

����� �
�
������� (1)

The thermal conductivity is dominated by the electron-phonon
contribution,����,

���� � ��	 
��� ��� (2)

where � is a material dependent parameter, � is the metal
volume, and the power-law exponent � is typically � 4 for
common metals such as Cu, Au, and normal-state Al.3,4,6 The
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FIG. 1: (a) Circuit schematic. The microwave carrier signal (rf) is
delivered to the device through a directional coupler. An inductor
and the intrinsic device capacitance are used to impedance-match to
the microwave amplifier chain. The intermediate-frequency output of
the mixer (if) is further amplified and digitized (adc). A bias tee per-
mits dc biasing. (b) Detector response: the intermediate-frequency
voltage response of the reflectometer as a function of dc bias for a
range of temperatures, 240-700 mK. (c) Pulse response. A square
pulse (7 �s width) is applied to the dc bias line at time � � �. The
response to two different pulse heights is shown. After one pulse
(solid line) the electronic temperature is hotter than it was initially.
The other pulse (dashed line) results in a colder temperature.

thermal fluctuation noise limit for a hot electron bolometer is
then

����� �
�
������

�� (3)

Since the parameter � is 1-2 nW/��m�K��, application-
critical NEPs of 10���-10��� W/Hz��� are achievable with
metal volumes of 0.1-1.0 �m� and operating temperatures of
50-300 mK.5,6 The major technological challenge is monitor-
ing the electron temperature; the thermometry must achieve
low noise and maintain thermal isolation. For this task we
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FIG. 2: (a) Detector ��� response for zero dc bias and� 30 pW in-
cident carrier power. (b) Measured responsivity ������� as a func-
tion of temperature. (c) Measured NET at 270 mK. The NET of
the device is less than 0.6 �K/Hz��� over the 100 Hz-1 MHz band
(note that zero is suppressed). The NET is given by the product of
the measured voltage noise �� and the inverse responsivity, NET =
�� �������� ��� .

employ superconducting tunnel junction technology, specif-
ically the radio-frequency superconductor-insulator-normal
metal (rf-SIN) thermometer.
Superconductor-insulator-normal metal (SIN) junctions

have already been proposed as sensitive thermometers for hot-
electron bolometers.10 The SINIS structure has two SIN junc-
tions for thermometry and a thermally isolated normal-metal
volume. While microwave readout of SIN thermometers has
been demonstrated,11,12 the initial measurements used a room-
temperature microwave amplifier and achieved noise equiva-
lent temperature (NET) of only 280 �K/Hz���. However, it
was projected that this rf-SIN thermometer could achieve tem-
perature sensitivities below 1 �K/Hz���. Here we obtain low-
noise rf-SIN readout of a bolometer element with better than
a five-hundred-fold improvement in NET than that previously
reported.11 While the bulk of the improvement is due to use of
a cryogenic amplifier, we also achieve nearly a factor of four
improvement from a lower device impedance. Our bolome-
ters are fabricated with a wafer-scale process that can readily
produce large-format arrays that can be integrated with the rf-
SIN readout. The rf-SIN thermometer itself is inherently array
compatible because of the ability to utilize frequency division
multiplexing (FDM). We believe the implementation of the rf-
SIN thermometer presented here can meet the design criteria
of future focal-plane bolometer arrays.
The bolometer element we measured was a double-junction

SINIS structure on an oxidized silicon substrate. Both the
normal-metal and the superconducting leads are Al, with non-
superconducting Al realized by adding a small (0.3%) Mn
content to the normal-metal island. Our superconducting Al
has an energy gap, � � 190 �eV. The normal metal dimen-
sions are 15 � 6.5 � 0.05 �m�. The AlMn was oxidized
and superconducting electrodes were added to form two tun-
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FIG. 3: Summary of device performance. (a) Measured thermal
time constant with a power-law fit (dashed line). (b) Measured NET
and estimated thermal-fluctuation-limited NET (dashed line). (c) In-
ferred NEP and estimated thermal-fluctuation-limited NEP (dashed
line).

nel junctions each with dimensions 5� 5 �m�. The combined
normal-state resistance of the junctions is 70�. The relatively
thick (0.4 �m) Al counterelectrodes enable efficient electronic
refrigeration.13 These superconducting counterelectrodes can
be readily integrated into THz scale antennas with high cou-
pling efficiencies and wide bandwidths. In a typical process
run, four thousand junctions are fabricated on a 75 mm Si
wafer with near unity yield. From the normal metal vol-
ume (4.5 �m�) and previously determined value of � = 1.1
nW/(�m�K�� for these materials,13 we predict the thermal
NET and NEP to be 0.2 �K/Hz��� and 1.6�10��	 W/Hz���,
respectively, at 270 mK.
At voltages where the device is temperature sensitive, be-

low ���, its dynamic resistance exceeds 1 k�. To improve
the impedance match, we used an L-section matching circuit
to transform the device impedance towards that of our 50 �
cryogenic amplifier. The reactive components of the matching
circuit [Fig. 1a] are a surface-mount inductor (68 nH), and the
sum of the device capacitance (� 1.0 pF) and the stray capac-
itance (� 0.3 pF) between the inductor and the tunnel junc-
tions. The inductance was chosen to achieve an LC resonance
within the bandwidth of our amplifier (400-600 MHz).
In the rf-SIN technique, the SINIS device is measured by

monitoring the microwave power reflected off of the match-
ing circuit.11,12,14 In this particular implementation, our de-
vice was mounted on the lowest-temperature stage of a �He
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cryostat (base temperature � 240 mK), and microwave power
was delivered to the device through the coupled port of a di-
rectional coupler (30 dB coupling). The reflected signal was
measured with a microwave amplifier. Both the amplifier and
coupler were located in the liquid 
He bath. The noise temper-
ature of this amplifier is in the range 1.0 K to 4.5 K in the spec-
ified band. Low-frequency bias signals were applied to the
device via a bias tee at the lowest-temperature stage. The out-
put of the cryogenic amplifier was further amplified at room
temperature, bandpass filtered, and detected using homodyne
mixing. The resultant baseband voltage from intermediate-
frequency port of the mixer (��� ) was amplified and digitized.
We measured the matching circuit resonance to be � 450

MHz and found that its low Q (� 3) provided modulation
over the entire amplifier band. For the data presented here,
the reflectometer was operated at 540 MHz where the ampli-
fier noise was the lowest. The reflected signal response of the
device (in terms of ��� ) was measured as a function of de-
vice bias for a range of physical temperatures and the result
is shown in Fig. 1(b). The nominal microwave power was
30 pW (-75 dBm). The local oscillator’s phase and the car-
rier power were chosen to maximize temperature responsivity,
	����	� . We estimated the voltage swing due to the carrier
signal to be � 300 �� = 1.6 ���. From Fig. 1(b) it is ap-
parent the response is symmetric with respect to dc bias, and
the largest change in response with respect to temperature oc-
curs at zero dc bias. Therefore for operation as a thermometer
the device should be held at zero dc bias with the additional
benefit that the quadratic bias response provides a measure of
immunity from bias noise sources.
Since our measurement bandwidth is
 50 MHz, it exceeds

the thermal bandwidth of the device, and direct measurement
of the thermal time constant is possible. To measure the device
time constant we used a pulse applied to the dc bias line. A
large voltage pulse (���	
� 
 ���) will heat the electronic
system. During the pulse, the rf-SIN’s temperature sensitivity
is poor. Once the pulse is turned off, the bias across the device
returns to zero on a time scale (� 20 ns) set by the bandwidth
of our matching circuit. However, the hot-electron population
created by the bias pulse relaxes to the base temperature with
a time scale set by the thermal time constant, ���.
Figure 1(c) shows the response of the device to two pulses

of different voltage levels. For the operating conditions, larger
��� corresponds to colder temperatures. It is clear that ��� is
of order 1 �s. A pulse with ���	
� 

 2 ��� causes heat-
ing, while a pulse with ���	
� � 1.8 ��� causes cooling.
The presence of cooling is not surprising; as mentioned pre-
viously, efficient electronic refrigeration has been observed in
these devices. In fact, our carrier signal is providing some
electronic refrigeration. We estimate the carrier signal alone
cools the electronic temperature by � 50 mK, and the pulse
bias provides an additional� 50 mK of cooling. Provided the
total voltage bias (microwave plus dc) is kept below the gap
voltage, the bias power acts to cool the normal metal, and this
cooling compensates for Joule heating due to the bias or any
radiation load. This unique trait of SIN junctions is highly
desirable for ultra-low-temperature bolometers.
The measured ��� response as a function of temperature at

zero dc bias is shown in Fig. 2(a). The derivative 	����	�
is shown in Fig. 2(b). The input power is chosen to maxi-
mize the device response. Responsivity is preserved over the
temperature range measured, 240-700 mK. Bolometers based
on the this type of technology can therefore have significant
dynamic range. The peak in responsivity at 300 mK is due to
the parameters of the matching circuit and can be tailored to a
particular operating condition. The measured noise in our sig-
nal and the measured responsivity are used to determine the
NET. At a temperature of 270 mK we determine the NET to
be less than 0.6 �K/Hz��� over the 100 Hz-1 MHz band [Fig.
2(c)]. The NET rises to 0.8 �K/Hz��� between 100 Hz and 1
Hz. There are at least two components which may cause this
low frequency noise: noise on the bias line and fluctuations of
the amplifier’s gain. Bias noise can be attenuated with a cryo-
genic dc shunt in the bias line. Low frequency gain fluctua-
tions can be accounted for with a simultaneous measurement
of the amplifier gain.
We calculate expected device performance by solving a set

of coupled differential equations that describe the thermal and
electrical properties of the device and measurement circuit.
These lengthy calculations, which will be fully described else-
where, predict that the detector output noise temperature is
only 0.1 K. Hence, our noise measurements are amplifier lim-
ited and the measured NET corresponds to an amplifier noise
temperature of � 1.5 K. However, the output noise tempera-
ture of the device can be increased by reducing its volume and
lowering the phonon temperature. The output noise tempera-
ture set by thermal fluctuations of a 1 �m� device operating
at 240 (150) mK is predicted to be 0.9 (2.5) K. Hence, perfor-
mance near the fundamental limit set by Eq. 3 is possible.
Figure 3 summarizes the experimentally determined bolo-

metric performance. Bias-pulse data were used to determine
the thermal time constant of the device as a function of phys-
ical temperature. The thermal relaxation due to each pulse
was fitted to the solution of a differential equation that as-
sumes power-law behavior for����.12 The extracted thermal
time constant shown in Fig. 3(a) follows a � ���	 power-law
(dashed line) and ranges from 1.2 �s to below 0.1 �s over
the measured temperature range. The data for the lowest tem-
peratures are better fit by ���. As shown in Fig. 3b, the NET
increases with temperature since responsivity decreases above
300mK and the amplifier is the dominant source of noise. The
measured NET as a function of temperature and the electron-
phonon thermal conductance given by Eq. 2 are used to infer
the electrical NEP [Fig. 3c]15.
Figure 3 can be used to estimate the energy resolution

(�� � ����
���
���) of our detector for photon-counting ap-

plications. In this case, we gain a significant benefit due to the
relatively short thermal time constant of � 1 �s. For equiva-
lent NEP, the faster detector will be able to count lower energy
photons since the peak power generated by photon absorption
will be higher. For our measured parameters, the device pre-
sented here should be able to detect a 60 THz photon with a
signal-to-noise ratio of unity and a reduction of volume factor
of ten will decrease the threshold to 6 THz.
Microwave readout techniqueswill enable focal planes with

10�-10� sensing elements. Very large numbers of detec-
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tors can be monitored with one microwave amplifier and one
coaxial cable running to the focal plane if the resonant cir-
cuits are appropriately distributed in frequency and narrow
enough in bandwidth. FDM is being investigated for ar-
rays of single-electron transistors,16 SQUIDS,17 and kinetic-
inductance detectors.18 Resonant circuits built from compo-
nents with intrinsic Q values of 1,000 (10,000)will enable 100
(1,000) SINIS detectors to be measured with a single ampli-
fier. Hence, an instrument with 10-100 microwave amplifiers
can read 10�-10� sensors. A advantage of microwave FDM is
that the physical size of the reactive components is compact,19

so the resonant circuits can easily fit within the focal plane.
In summary, we have demonstrated measurements of a SI-

NIS bolometer that show an electrical NEP within a factor

of 4 of the thermal-fluctuation limit over a bandwidth that
significantly exceeds the thermal bandwidth, 
�����. Fur-
thermore, our microwave reflectometer readout is compatible
with device-limited noise measurements of large-format ar-
rays (10�-10� pixels) of ultra-low NEP bolometers. We be-
lieve these technologies offer a direct path to the focal planes
required for next-generation far-infrared observatories. Addi-
tionally, we foresee delivering far-infrared photon counters in
the near future.
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